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Abstract Both the human factors engineering (HFE) and
formal methods communities are concerned with improving
the design of safety-critical systems. This work discusses
a modeling effort that leveraged methods from both fields
to perform formal verification of human–automation inter-
action with a programmable device. This effort utilizes a
system architecture composed of independent models of the
human mission, human task behavior, human-device inter-
face, device automation, and operational environment. The
goals of this architecture were to allow HFE practitioners to
perform formal verifications of realistic systems that depend
on human–automation interaction in a reasonable amount of
time using representative models, intuitive modeling con-
structs, and decoupled models of system components that
could be easily changed to support multiple analyses. This
framework was instantiated using a patient controlled anal-
gesia pump in a two phased process where models in each
phase were verified using a common set of specifications. The
first phase focused on the mission, human-device interface,
and device automation; and included a simple, unconstrained
human task behavior model. The second phase replaced the
unconstrained task model with one representing normative
pump programming behavior. Because models produced in
the first phase were too large for the model checker to verify,
a number of model revisions were undertaken that affected
the goals of the effort. While the use of human task behavior
models in the second phase helped mitigate model complex-
ity, verification time increased. Additional modeling tools
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and technological developments are necessary for model
checking to become a more usable technique for HFE.
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1 Introduction

Both human factors engineering (HFE) and formal methods
are concerned with the engineering of robust systems that will
not fail under realistic operating conditions. The traditional
use of formal methods has been to evaluate a system’s auto-
mation under different operating and/or environmental con-
ditions. However, human operators control a number of safety
critical systems and contribute to unforeseen problems. For
example, human behavior has contributed to between 44,000
and 98,000 deaths nationwide every year in medical practice
[18], 74% of all general aviation accidents [19], at least two-
thirds of commercial aviation accidents [28], and a number
of high profile disasters such as the incidents at Three Mile
Island and Chernobyl [22]. HFE focuses on understanding
human behavior and applying this knowledge to the design of
human–automation interaction: making systems easier to use
while reducing errors and/or allowing recovery from them
[25,29].

By leveraging the knowledge of both HFE and formal
methods, researchers have identified the cognitive precon-
ditions for mode confusion and automation surprise [7,10,
16,23]; automatically generated user interface specifications,
emergency procedures, and recovery sequences [13,14]; and
identified human behavior sequences (normative or errone-
ous) that contribute to system failures [8,12].
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220 M. L. Bolton, E. J. Bass

While all of this work has produced useful results, the
models have not included all of the components necessary to
analyze human–automation interaction. For HFE analyses
of human–automation interaction, the minimal set of com-
ponents are the goals and procedures of the human opera-
tor; the automated system and its human interface; and the
constraints imposed by the operational environment. Cogni-
tive work analysis is concerned with identifying constraints
in the operational environment that shape the mission goals
of the human operator [27]; cognitive task analysis is con-
cerned with describing how human operators normatively
and descriptively perform goal oriented tasks when interact-
ing with an automated system [17,24]; and modeling frame-
works such as [11] seek to find discrepancies between human
mental models, human-device interfaces (HDIs), and device
automation. In this context, problems related to human–
automation interaction may be influenced by the human
operator’s mission, the human operator’s task behavior, the
operational environment, the HDI, the device’s automation,
and their interrelationships.

We are developing methods and tools to allow human
factors engineers to exploit their existing human task
modeling constructs with the powerful verification capabil-
ities of formal methods in order to identify potential prob-
lems with human–automation interaction in safety critical
systems that may be related to human task behavior, the
automated device, the operational environment, or their inter-
action. To this end, we are developing a computational frame-
work (Fig. 1) for the formal modeling of human-automation
interaction. This framework utilizes concurrent models of
human operator task behavior, human mission (the goals the
operator wishes to achieve using the system), device auto-
mation, and the operational environment which are com-
posed together to form a larger system model. Inter-model

interaction is represented by variables shared between mod-
els. Environment variables communicate information about
the state of the environment to the device automation, mis-
sion, and human task models. Mission variables communi-
cate the mission goals to the human task model. Interface
variables convey information about the state of the HDI (dis-
played information, the state of input widgets, etc.) to the
human task model. The human task model indicates when and
what actions a human operator would perform on the HDI.
The HDI communicates its current state to the device auto-
mation via the interface variables. The HDI receives infor-
mation about the state of the device automation model via
the automation state variables.

For broader applicability, the analysis framework must
support modeling constructs intuitive to the human fac-
tors engineer in order to allow him to effectively model
human missions, human tasks, and HDIs. Because an engi-
neer may wish to rerun verifications using different missions,
task models, HDIs, environments, or automation behaviors,
these components should remain decoupled (as is the case in
Fig. 1). Finally, the modeling technique must be capable of
representing the target systems with enough fidelity to allow
the engineer to perform the desired verification, and do so in
a reasonable amount of time (this could mean several hours
for a small project, or several days for a more complicated
one).

This paper describes an instantiation of this framework
using a model of a Baxter Ipump Pain Management System
[2], a patient controlled analgesia (PCA) pump that adminis-
ters pain medication in accordance with constraints defined
by a health care technician (described in Sect. 2.1). Models
were developed in two phases. The first phase involved the
construction and debugging of the HDI, device automation,
and human mission models (an environmental model was not
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Fig. 1 Framework for the formal modeling of human–automation
interaction. Arrows between models represent variables that are shared
between models. The direction of the arrow indicates whether the rep-
resented variables are treated as inputs or output. If the arrow is sourced

from a model, the represented variables are outputs of that model. If the
arrow terminates at a model, the represented variables are inputs to that
model
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Formally verifying human–automation interaction 221

included because of the general stability of the environment
in which an actual pump operates) with an unconstrained
human task model serving as a placeholder for a more real-
istic human task model. The second extended the model pro-
duced in Phase 1 with a realistic model of the human task,
completing the framework.

Even though the target device in this modeling effort was
seemingly simple, the system model that was initially devel-
oped in Phase 1 (Phase 1a) was too difficult for the model
checker to process quickly and too complex for it to verify.
Thus a number of revisions were undertaken [3]. In Phase
1b a reduced and abstracted model of the Baxter Ipump was
produced which, while capable of being used in some ver-
ifications, did so at the expense of limiting the number of
goals represented in the human mission model. This Phase
1b model limited the usefulness of incorporating human task
behavior in Phase 2. Thus, in Phase 1c, the system model
was reduced to encompass the programming procedure for
a much simpler PCA pump. In Phase 2, the incorporation of
the more realistic human task behavior actually resulted in a
reduction of the total system model’s complexity, but did so
at the expense of an increase in verification time. This paper
discusses these modeling phases, the verification results pro-
duced in them, and their associated compromises in relation
to the goals of the modeling architecture. These are used to
draw conclusions about the feasibility of using formal meth-
ods to inform human–automation interaction.

2 Methods

2.1 The target system

The Baxter Ipump is an automated machine that controls
delivery of sedative, analgesic, and anesthetic medication
solutions [2]. Solution delivery via intravenous, subcutane-
ous, and epidural routes is supported. Medication solutions
are typically stored in bags locked in a compartment on the
back of the pump.

Pump behavior is dictated by internal automation, which
can depend on how the pump is programmed by a human
operator. Pump programming is accomplished via its HDI
(Fig. 2) which contains a dynamic LCD display, a secu-
rity key lock, and eight buttons. When programming the
pump, the operator is able to specify all of the following:
whether to use periodic or continuous doses of medications
(i.e., the mode which can be PCA, Basal+PCA, or Continu-
ous), whether to use prescription information previously pro-
grammed into the pump, the fluid volume contained in the
medication bag, the units of measure used for dosage (ml,
mg, or µg), whether or not to administer a bolus (an initial
dose of medication), dosage amounts, dosage flow rates (for
either basal or continuous rates as determined by the mode),
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Fig. 2 A simplified representation of the Baxter Ipump’s human-
device interface. Note that the actual pump contains additional controls
and information conveyances

the delay time between dosages, and 1 h limits on the amount
of delivered medication.

During programming, the security key is used to lock and
unlock the compartment containing the medication solution.
The unlocking and locking process is also used as a security
measure to ensure that an authorized person is programming
the pump. The start and stop buttons are used to start and
stop the delivery of medication at specific times during pro-
gramming. The on–off button is used to turn the device on
and off.

The LCD display supports pump operation options. When
the operator chooses between two or more options, the inter-
face message indicates what is being chosen, and the initial
or default option is displayed. Pressing the up button allows
the programmer to scroll through the available options.

When a numerical value is required, the interface message
conveys its name and the displayed value is presented with the
cursor under one of the value’s digits. The programmer can
move the position of the cursor by pressing the left and right
buttons. He or she can press the up button to scroll through
the different digit values available at that cursor position. The
clear button sets the displayed value to zero. The enter button
is used to confirm values and treatment options.

Aside from the administration of treatment, the pump’s
automation supports dynamic checking and restriction of
operator entered values. Thus, in addition to having hard lim-
its on value ranges, the extrema can change dynamically in
response to other user specified values.

2.2 Apparatus

All formal models were constructed using the Symbolic
Analysis Laboratory (SAL) language [9] because of its asso-
ciated analysis and debugging tools, and its support for both
the asynchronous and synchronous composition of different
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models (modules using SAL’s internal semantics). The task
model representations described next were translated into the
SAL language as a single module using a custom-built java
program [5]. All verifications were done using SAL-SMC
3.0, the SAL symbolic model checker.1 Verifications were
conducted on a 3.0 GHz dual-core Intel Xeon processor with
16 GB of RAM running the Ubuntu 9.04 desktop.

Human task models were created using an intermediary
language called enhanced operator function model (EOFM)
[4], an XML-based, generic human task modeling lan-
guage based on the operator function model (OFM) [21,26].
EOFMs are hierarchical and heterarchical representations of
goal or mission driven activities that decompose into lower
level activities, and finally, atomic actions—where actions
can represent any observable, cognitive, or perceptual human
behavior. EOFMs express task knowledge by explicitly spec-
ifying the conditions under which human operator activi-
ties can be undertaken: what must be true before they can
execute (preconditions), when they can repeat (repeat con-
ditions), and when they have completed (completion condi-
tions). Any activity can decompose into one or more other
activities or one or more actions. A decomposition operator
specifies the temporal relationships between and the cardi-
nality of the decomposed activities or actions (when they can
execute relative to each other and how many can execute).

EOFMs can be represented visually as a tree-like graph
structure (examples can be seen in Figs. 3, 4, 5, 6, 7).
In these representations, actions are represented as rect-
angles and activities are represented as rounded rectan-
gles. An activity’s decomposition is presented as an arrow,
labeled with the decomposition operator, extending below
it that points to a large rounded rectangle containing
the decomposed activities or actions. In this work, three
decomposition operators are used: (1) ord (all activities
or actions in the decomposition must execute in the order
they appear); (2) or_seq (one or more of the activities
or actions in the decomposition must execute); and (3)
xor (exactly one activity or action in the decomposition
must execute). Conditions on activities are represented as
shapes or arrows (annotated with the condition logic) con-
nected to the activity that they constrain. The form, posi-
tion, and color of the shape are determined by the type
of condition. A precondition is presented as a yellow,
downward-pointing triangle connected to the left side of the
activity. A completion condition is represented by a magenta,
upward-pointing triangle connected to the right side of the
activity. A repeat condition is depicted as an arrow recur-
sively pointing to the top of the activity. More details can be
found in [4].

1 Some model debugging was also conducted using SAL’s bounded
model checker.

2.3 Verification specification

Two specifications were employed in each of the modeling
phases: both were written in linear temporal logic and eval-
uated using SAL–SMC. The first (Eq. 1), used for model
debugging, verifies that a valid prescription could be pro-
grammed into the pump:

G¬

⎛
⎜⎜⎜⎜⎜⎜⎜⎜⎜⎜⎜⎜⎝

iInterfacemessage = TreatmentAdministering
∧ iMode = iPrescribedMode
∧ lFluidVolume = iPrescribedFluidVolume
∧ lPCADose = iPrescribedPCADose
∧ lDelay = iPrescribedDelay
∧ lBasalRate = iPrescribedBasalRate
∧ l1HourLimit = iPrescribed1HourLimit
∧ lBolus = iPrescribedBolus
∧ lContinuousRate = iPrescribedContinuousRate

⎞
⎟⎟⎟⎟⎟⎟⎟⎟⎟⎟⎟⎟⎠

(1)

Here, if the model is able to enter a state indicating
that treatment is administering (iInterfaceMessage=Treat-
mentAdministering) with the entered (or programmed)
prescription values (iMode, lFluidVolume,…, lContinuous-
Rate) matching the prescription values generated by the
mission model (variables with the iPrescribed prefix), a
counterexample would be produced illustrating how that pre-
scription was programmed. Variables with an i prefix indicate
that the variable is an input to the human task model. Vari-
ables with an l prefix indicate that the variable is local to a
given model.

The second specification (Eq. 2) represented a safety prop-
erty that was expected to verify to true, thus allowing the
model checker to traverse the entire state space of each
phase’s model. Because such a verification allows SAL to
report the size of a model’s state space, verifications using
this specification would provide some means of comparing
the complexity of the models produced in each phase.

G¬
⎛
⎝

iInterfaceMessage = TreatmentAdministering
∧ iMode �= Continuous
∧ lDelay = 0

⎞
⎠ (2)

Here, the specification is asserting that the model should
never enter a state where treatment is administering in the
PCA or Basal+PCA modes (iMode �= Continuous) when
there is no delay between doses.2 Thus, if Eq. (2) verifies
to true, the pump will never allow a programmer to enter
prescriptions that would allow patients to continuously
administer PCA doses to themselves [2].

2 A delay can only been set when the PCA or Basal + PCA modes
have been selected by the human operator. There are no delays between
doses when the pump is in the Continuous mode.
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3 Phase 1a: a representative model of the Ipump

3.1 Model description

An initial model was created to conform to the architectural
and design philosophy represented in Fig. 2: the mission was
represented as a set of viable prescriptions options; the mis-
sion, human operator, human-device interface, and device
automation were modeled independently of each other; and
the behavior of the automated system and HDI models was
designed to accurately reflect the behavior of these systems
as described in the user’s manual [2] and observed through
direct interaction with the device. An unconstrained human
operator was constructed that could issue any valid human
action to the human-device interface model at any given
time. Because the PCA pump generally operates in a con-
trolled environment, away from temperature and humidity
conditions that might affect the performance of the pump’s
automation, no environmental model was included. Finally,
because documentation related to the internal workings of
the pump was limited, the system automation model was
restricted to that associated with the pump programming pro-
cedure: behavior that could be gleaned from the operator’s
manual [2], correspondences with hospital staff, and direct
interaction with the pump.

3.2 Model coordination

Model infrastructure was required to ensure that human oper-
ator actions were properly recognized by the HDI model. In
an ideal modeling environment, human action behavior orig-
inating from the human operator model could have both an
asynchronous and synchronous relationship with the HDI
model. Synchronous behavior would allow the HDI model
to react to user actions in the same transition in which they
were issued/performed by the human operator model. How-
ever, both the human operator and HDI models operate inde-
pendently of each other, and may have state transitions that
are dependent on internal or external conditions that are not
directly related to the state of the other model. This suggests
an asynchronous relationship. SAL only allows models to be
composed with each other asynchronously or synchronously
(but not both). Thus, it was necessary to adapt the models to
support features associated with the unused composition.

Asynchronous composition was used to compose the
human operator and HDI models. This necessitated some
additional infrastructure to prevent the human operator
model from issuing user inputs before the HDI model was
ready to interpret them and to prevent the human operator
model from terminating a given input before the interface
could respond to it. This was accomplished through the addi-
tion of two Boolean variables: one indicating that input had
been submitted (henceforth called Submitted) and a variable

indicating the interface was ready to receive actions (hence-
forth called Ready). This coordination occurred as follows:

– If Ready is true and Submitted is false, the human operator
module sets one or more of the human action variables to
a new input value and sets Submitted to true.

– If Ready and Submitted are true, the human-device inter-
face module responds to the values of the human action
variables and sets Ready to false.

– If Ready is not true and Submitted is true, the human oper-
ator module sets Submitted to false.

– If Ready and Submitted are both false and the automated
system is ready for additional human operator input, the
human-device interface module sets Ready to true.

3.3 Verification results

Attempts to verify this model using the specifications in
Eqs. 1 and 2 resulted in two problems related to the feasibility
and usefulness of the verification procedure. First, the SAL–
SMC procedure for translating the SAL code into a binary
decision diagram (BDD) took excessively long (more than
24 h), a time frame impractical for model debugging. Second,
the verification process which followed the construction of
the BDD eventually ran out of memory, thus not returning a
verification result.

4 Phase 1b: a reduced Baxter Ipump model

As a result of the failed verification of the model produced
in Phase 1a, significant revisions were required to make the
model more tractable. These are discussed below.

4.1 Representation of numerical values

To reduce the time needed to convert the SAL-code model to
a BDD, a number of modifications were made to the model
from Phase 1a by representing model constructs in ways more
readily processed by the model checker. As such, the mod-
ifications discussed here did not ultimately make the BDD
representation of the model smaller, but merely expedited its
construction.

4.1.1 Redundant representation of values

Two different representations of the values programmed into
the pump by the operator were used in the HDI and device
automation models. Because the HDI required the human
operator to enter values by scrolling through the available
values for individual digits, an array of integer digits was
appropriate for the HDI model. However, because the system
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automation was concerned with dynamically checking limits
and using entered values to compute other values, a numer-
ical representation of the actual value was more convenient
for the automated system model.

This redundancy burdened the BDD translator. This was
remedied by eliminating the digit array representations and
using functions to enable actions from the human task model
to incrementally change individual digits within a value.

4.1.2 Real numbers and integers

In the model produced in Phase 1a, all numerical values were
represented as real values with restricted ranges. This was
done because most user specified values were either inte-
gers or floating point numbers (precise to a single decimal
point). No data abstractions were initially considered because
the nature of the human task (modeled in Phase 2) required
manipulation of values’ individual digits. However, repre-
senting values this way proved especially challenging for the
BDD translator. Thus, all values were modified so that they
could be represented as restricted range integers. For integer
variables representing floating point numbers, this meant that
the model value was ten times the value it represented. This
representation allowed the values to still be manipulated at
the individual digit level, while making them more readily
interpretable by the BDD translator.

4.1.3 Variable ranges

In the Phase 1a model, the upper bound on the range of all
value-based variables was set to the theoretical maximum of
any value that could be programmed into the pump: 99,999.3

However, to reduce the amount of work required for the BDD
conversion, the range of each numerically valued variable
was given a specific upper bound that corresponded to the
maximum value it could actually assume in the device.

4.2 Model reduction

To reduce the size of the model, a variety of elements were
removed. In all cases these reductions were meant to reduce
the number of state variables in the HDI or device automa-
tion models (slicing), or reduce the range of values a variable
could assume (data abstraction). Unfortunately, each of these
reductions also affected what human tasks could ultimately
be modeled and thus verified in subsequent model iterations.
All of the following reductions were undertaken:

– In the Phase 1a model, the mission model could gener-
ate a prescription from the entire available range of valid
prescriptions. This was changed so that fewer prescription

3 All lower bounds were set to 0.

options were generated in Phase 1b’s mission model: that
of programming a prescription with a continuous dosage
with two options for bolus delivery (0.0 and 1.0 ml) and
two continuous flow rate options (1.0 and 9.0 ml/h). While
this significantly reduced the number of model states, it
also reduced the number of prescriptions that could be
used in verification procedures.

– In the Phase 1a model, the HDI model would allow the
operator to select what units to use when entering prescrip-
tions (ml, mg, or µg). Only the ml unit option was included
in the Phase 1b model. This reduced the number of inter-
face messages in the model, allowed for the removal of
several variables (those related to the unit option selection,
and solution concentration specification), and reduced the
ranges required for several numerical values related to the
prescription. This eliminated the option of including unit
selection and concentration specification task behaviors in
the model.

– In the Phase 1a model, both the HDI and device automation
models encompassed behavior related to the delivery of
medication solution during the priming and bolus admin-
istration procedures. During priming, the HDI allows the
operator to repeatedly instruct the pump to prime until all
air has been pushed out of the connected tubing. During
bolus administration, the HDI allows the operator to termi-
nate bolus infusion by pressing the stop button twice. This
functionality was removed from the Phase 1b models, thus
eliminating interface message states and numerical values
indicating how much fluid had been delivered in both pro-
cedures. This eliminated the possibility of incorporating
task behavior related to pump priming and bolus adminis-
tration in the model.

– The Phase 1a model mimicked the security features found
in the original device which required the human operator
to unlock and lock the device on startup and enter a secu-
rity code. This functionality was removed from the Phase
1b model which reduced the number of interface messages
in the model and removed the numerical variable (with a
0–999 range) associated with entering the security code.
This eliminated the possibility of modeling human task
behavior related to unlocking and locking the pump as
well as entering the security code in the model.

– In the Phase 1a model, the interface message could auto-
matically transition to being blank: mimicking the actual
pump’s ability to blank its screen after three seconds
of operator inactivity. Because further operator inaction
would result in the original device issuing a “left in pro-
gramming mode” alert, a blank interface message could
automatically transition to an alert issuance. This function-
ality was removed from the Phase 1b model, eliminating
several interface messages as well as variables that kept
track of the previous interface message. Thus, the option
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Formally verifying human–automation interaction 225

of modeling operator task response to screen blanking and
alerts was removed from the model.

While these reductions resulted in the Phase 1b model being
much smaller and more manageable than the original, the
ability to model some of the task behaviors originally asso-
ciated with the device had to be sacrificed.

4.3 Results

The Phase 1b model was able to complete the verification
procedure with Eq. (1) and produce a counterexample with a
search depth of 54 in approximately 5.9 h, with the majority
of that time (5.4 h) used for creating the BDD representation
[3].4 Not surprisingly, the model checker ran out of memory
when attempting to verify Eq. (2).

5 Phase 1c: a simpler PCA pump model

While the model developed in Phase 1b did produce usable
results and has subsequently been used in the verification of
additional properties (see [5]), this power came at the expense
of a reduction in the scope of the mission model. Since the
mission directly influences what human behavior will exe-
cute, this limited the human task behavior that could ulti-
mately be verified as part of the system model. Further, the
fact that the Phase 1b model was too complex for Eq. (2) to
be verified potentially limited any future model development
that might add complexity. To remedy these shortcoming,
the model produced in Phase 1b was further reduced to one
that encompassed the programming of the most basic PCA
pump functionality while the ranges of possible values for
the remaining mission model variables were expanded to be
more realistic.

5.1 Model reduction

To obtain a smaller PCA model, all of the following were
removed: the selection of mode and the ability to specify a
basal rate, continuous rate, bolus dosage, and fluid volume.
As a result, associated interface messages and variables were
removed along with the ability to model their programming
as part of the human task behavior model. This resulted in a
model that only encompassed functionality for programming
a PCA dose, programming the delay between PCA doses,
turning the pump on and off, and starting and stopping the
administration of treatment: functionality compatible with
the most basic PCA pump operations (see [1]).

4 Completed models, SAL outputs, and counterexamples can be found
at http://cog.sys.virginia.edu/ISSE2010/.

Value ranges were further restricted to reduce the size of
the model. Specifically, the upper bound on the acceptable
delay between PCA dosages was changed from 240 to 60
minutes. This, coupled with the other reductions, had the
added benefit of allowing the number of digits required for
the programming of pump values to be reduced to 2 rather
than the original 4.

The reductions in other areas allowed the scope of the
delays and PCA dosages generated by the mission model to
be expanded to a more representative set. For PCA dosages,
the full range of values from 0.1 to 9.9 in 0.1 ml increments
were supported. For delay between dosages, five options
were available: delays of 10, 15, 30, 45, and 60 min.

All pump interface functionality was retained from the
previous models. Thus, the unconstrained human task model
was unchanged as was the human task and HDI models’
communication protocol.

5.2 Results

The Phase 1c model ran the verification procedure for Eq. (1)
(with the eliminated variables removed) in 6 s with a search
depth of 22, much faster than the model from Phase 1b. The
verification of the specification in Eq. (2) verified to true in
129 s with a search depth of 259 and 78,768,682,750 visited
states.

6 Phase 2: incorporating models of human behavior

In the second phase of modeling, we expanded our instantia-
tion of the framework by incorporating a realistic human task
behavior model. We therefore replaced the unconstrained
human operator in the Phase 1c model with a human task
behavior model derived from pump documentation [2] and
training materials. This model utilized the EOFM concepts
and thus required some additional infrastructure in order to
incorporate it into the formal system model. We describe the
behaviors that were modeled, how these were translated into
the formal model, and report verification results for the pro-
duced system model.

6.1 Human task behavior modeling and translation

The pump’s materials contained six high-level goal directed
behaviors for performing a variety of pump activities relevant
to the Phase 1c model as follows:

– Turning on the pump.
– Stopping the infusion of medication.
– Turning off the pump.
– Entering a prescribed value for PCA dosage volumes (in

milliliter).
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– Entering a prescribed value for the delay between PCA
doses (in minutes), and

– Selecting whether to start or review an entered prescrip-
tion.

The EOFM models describing each of these behaviors are
discussed below.

6.1.1 Turning On the pump

The model for turning on the pump is shown in Fig. 3.
Here, the EOFM can execute if the interface message indi-
cates that the system is off (iInterfaceMessage=SystemOff;
a precondition). This high-level activity (aTurnOnPump) is
completed by performing the action of pressing the on/off
button (hPressOnOff). The ord decomposition operator indi-
cates that all of the decomposed activities or actions must be
completed in sequential order. The EOFM has accomplished
its goal (a completion condition) when the interface mes-
sage indicates that the pump is no longer off (iInterfaceMes-
sage/ = SystemOff).

6.1.2 Stopping infusion

Infusion of medication can be stopped (Fig. 4) if the inter-
face indicates that treatment is administering (iInterfaceMes-
sage=TreatmentAdministering). This is accomplished by
pressing the stop button (hPressStop) twice in quick suc-
cession with no other human inputs occurring in between.
The process has completed when the interface indicates that
treatment is not administering (iInterfaceMessage / = Treat-
mentAdministering).

aTurnOnPump

iInterfaceMessage = SystemOff iInterfaceMessage /= SystemOff

ord

hPressOnOff

Fig. 3 The EOFM graphical representation for turning on the pump

aStopInfusing

iInterfaceMessage = TreatmentAdministering
iInterfaceMessage /= TreatmentAdministering

ord

hPressStop hPressStop

Fig. 4 The EOFM graphical representation for stopping infusion

6.1.3 Turning Off the pump

The model for turning off the pump (Fig. 5) is relevant if the
interface message indicates that the system is not off (iIn-
terfaceMessage /=SystemOff). The pump is turned off by
performing two lower level activities in sequential order:
stopping infusion (aStopInfusion; explained above) and
pressing the keys necessary to turn off the pump (aPress-
KeysToTurnOffPump). This latter activity is completed by
pressing the on/off button (hPressOnOff) twice in sequence.
The entire process of turning off the pump completes when
the interface indicates that the pump is off (iInterfaceMes-
sage=SystemOff).

6.1.4 Programming a value into the pump

The values for PCA dosage volume and delay between
dosages can be programmed into the pump using an EOFM
patterned after Fig. 6. Thus, for a given value X, the corre-
sponding EOFM becomes relevant when the interface for
setting that value is displayed (iInterfaceMessage=SetX).
This is achieved by sequentially executing two sub-activities:
changing the displayed value (aChangeXValue) and accept-
ing the displayed value (aAccept). The activity for changing
the displayed value can execute, and will repeatedly execute,
if the displayed value is not equal to the prescribed value
(iCurrentValue /= iPrescribedX). The value is changed by
executing one or more (denoted by the or_seq decomposi-
tion operator) of the following sub-activities: changing the
digit currently pointed to by the cursor (aChangeDigit: com-
pleted by pressing the up key (hPressUp)), moving the cursor
to a different digit (aNextDigit: completed by pressing only
one of (the xor decomposition operator) the left (hPress-
Left) or right (hPressRight) buttons), or setting the displayed
value to zero (aClearValue: completed by pressing the clear
button(hPressClear)). The process of changing the displayed
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aTurnOffPump

iInterfaceMessage /= SystemOff iInterfaceMessage = SystemOff

ord

aStopInfusing

iInterfaceMessage = TreatmentAdministering iInterfaceMessage /= TreatmentAdministering

ord

hPressStop hPressStop

aPressKeysTo
TurnOffPump

ord

hPressOnOff hPressOnOff

Fig. 5 The EOFM graphical representation for turning off the pump

value completes when the displayed value matches the pre-
scribed value (iCurrentValue= iPrescribedX). The displayed
value is accepted by pressing the enter key. The entire pro-
cess ends when the interface is no longer in the state for
accepting X.

6.1.5 Starting or reviewing a prescription

After a prescription has been programmed the human opera-
tor is given the option to start the administration of that pre-
scription or to review it (where the operator works through the
programming procedure a second time with the previously
programmed options displayed at each step). The EOFM for
performing this (Fig. 7) becomes relevant at this point (iInter-
faceMessage=StartBeginsRx). It is completed by perform-
ing only one of two activities: selecting the option to start
treatment (aStartRx—performed by pressing the start button
(hPressStart)) or selecting the review option (aReviewRx—
performed by pressing the enter button (hPressEnter)).

6.2 EOFM translation

The EOFMs representing the human task model were
translated into a SAL code module. This translation was
accomplished by creating a variable for each activity or action
node in each EOFM, each of which could assume one of three
enumerated values describing its execution state: ready, exe-
cuting, or done. Thus, in addition to handling the transitional
logic for the coordination protocol, this module handled

the transition logic for allowing the variables representing
activity and action nodes to transition between these three
values. All activity and action variables start in the ready
state. They can transition between execution states based on
the execution state of their children, parent, and siblings in
the EOFM structure; the evaluation of their conditions; and
their position within the EOFM hierarchy.

While the resulting human operator module and its associ-
ated unconstrained operator model both had the same inputs
and outputs, the logic associated with traversal of the human
task structures required 48 additional variables in the human
task behavior model.

6.3 Results

The specification in Eq. (1) verified (produced the expected
counterexample) in 57 s with a search depth of 42. The spec-
ification in Eq. (2) verified to true in 10.6 h with a search
depth of 437 and 1,534,862,538 visited states.

7 Discussion

This work has shown that it is possible for human–automation
interaction to be evaluated using the architecture in Fig. 1.
However, this came as a result of tradeoffs between the goals
the architecture is designed to support:
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aSetX

iInterfaceMessage = SetX iInterfaceMessage /= SetX

ord

aChangeXValue

iCurrentValue /= iPrescribedX

iCurrentValue /= iPrescribedX

iCurrentValue = iPrescribedX

or_seq

aChangeDigit

ord

hPressUp

aSelectNextDigit

xor

hPressLeft hPressRight

aClearValue

ord

hPressClear

aAccept

ord

hPressEnter

Fig. 6 The EOFM graphical representation of the pattern for programming a value X into the pump

1. Model constructs need to be intuitive to human factors
engineers who will be building and evaluating many of
the models;

2. the sub-models should be decoupled and modular (as in
Fig. 1) in order to allow for interchangeability of alter-
native sub-models; and

3. the constructed models need to be capable of being ver-
ified in a reasonable amount of time.

We discuss how each of these goals was impacted and how
related issues might be addressed.

7.1 Goals 1: model intuitiveness

Many of the model revisions were associated with represent-
ing model constructs in ways that were more readily inter-
pretable by the model checker rather than the human factors

engineer. These primarily took the form of converting float-
ing point and digit array values into integers in Phase 1b.
Further, the extensive model reductions that were undertaken
in Phase 1c would be very cumbersome for a human factors
engineer.

There are two potential ways to address this issue. One
solution would be to improve the model checkers themselves.
Given that the modifications would not actually change the
number of reachable states in the system, this would suggest
that the model checker need only optimize the BDD conver-
sion algorithms.

Alternatively, additional modeling tools could be used to
help mitigate the situation. Such tools could allow human
factors engineers to construct or import HDI prototypes, and
translate them into model checker code. This would allow the
unintuitive representations necessary for ensuring a model’s
efficient processing by the model checker to be removed from
the modeler’s view.
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aStartOrReview

iInterfaceMessage = StartBeginsRx
iInterfaceMessage /= StartBeginsRx

xor

aStartRx

ord

hPressStart

aReviewRx

ord

hPressEnter

Fig. 7 The EOFM for choosing to start or review a prescription

7.2 Goal 2: decoupling of architecture sub-models

Because the protocol used to coordinate human actions
between the HDI and human task models (discussed for
Phase 1a and used in all models produced in all subsequent
phases) assumes a particular relationship between variables
shared by these models, they are tightly coupled. Unless a
model checker can be made to support both asynchronous and
synchronous relationships between models more elegantly,
this coordination infrastructure cannot be eliminated.

However, a solution may be found in an additional level
of abstraction. A toolset for translating a HDI prototype into
model checking code, could handle the construction of the
coordination protocol, making this process effectively invis-
ible to the modeler. Such a process could also allow for more
efficient means of coordinating the HDI and human task mod-
els: one that might not require the use of separate models in
the actual model checker code.

While the extensive model reductions from Phase 1 greatly
diminished the fidelity with which the model represented the
actual PCA pump, this provides some advantages. Since the
model from Phase 2 does not suffer from the memory usage
problems encountered in Phase 1, this opens the door to the
addition of other model constructs to be added allowing for a
more complete system analysis. Future work can expand the
model developed in Phase 2 with environmental and device
automation models that are compatible with the formal PCA
pump reference model described in [1].

7.3 Goal 3: model verifiability

We are predominantly concerned with exploring how formal
methods can be used to provide insights into human factors
and systems engineering concerns. If our goal was to for-
mally verify properties of the Baxter Ipump, the modeling
compromises we made in order to obtain a verifiable model
might necessitate a change in modeling philosophy or veri-
fication approach.

There are many barriers to the verifiability of models of
realistic systems. These include large numbers of parallel
processes, large ranges of discrete valued variables, and non-
discretely valued variables. The modeling efforts described
here were so challenging because the target system was
dependent on a large number of user specified numerical
values, all of which had very large acceptable ranges. This
resulted in the scope of the model being reduced to the point
where it could no longer be used for verifying all of the origi-
nal human operator task behaviors: with the model produced
in Phase 1b making minor compromises and the model pro-
duced in Phase 1c only allowing for behaviors associated
with basic PCA pump functionality.

As was demonstrated in Phase 2, the verifiability of the
model actually increased with the inclusion of the human
task behavior as indicated by the 98% reduction in the
reported state space from the Phase 1c to the Phase 2
model. However, this came at the expense of the verifica-
tion process taking 284 times as long. Thus, in a context
where verification time is less important than the size of the
model’s state space, the inclusion of the human task behavior
model may generally prove to be advantageous in the for-
mal verification of systems that have a human–automation
interaction component, irrespective of whether the human
behavior is of concern in the verification process. Future
efforts should investigate the different factors that affect this
tradeoff.

Even exploiting this advantage, the relative simplicity of
the device that was modeled in this work makes it clear
that there are many systems that depend of human–auto-
mation interaction that would be even more challenging to
verify, if not impossible, using these techniques. While the
use of bounded model checkers may provide some verifica-
tion capabilities for certain systems, there is little that can be
done without either using additional abstraction techniques
or future advances in model checking technology and com-
putation power.

It is common practice in the formal methods community
to use more advanced forms of data abstraction than those
employed in this work to mitigate the complexity of vari-
ables with large value ranges (an overview of these methods
can be found in [20]). Because the nature of the modeled
human task behavior in this work was concerned with the
digit level editing of the data values, such abstractions were
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not appropriate for this particular endeavor. Additionally,
automatic predicate abstraction techniques like those used
in counterexample-guided abstraction refinement [6] could
potentially alleviate some of the complexity problems enco-
untered in this work without requiring changes to the models
themselves. Future work should investigate how these dif-
ferent abstraction techniques could be used when modeling
systems that depend on human-automation interaction in
ways that are intuitive to human factors engineers.

It is clear that the multiple, large-value-ranged variables
were the source of most of the model complexity problems
in the pump example, as shown in the drastic decrease in ver-
ification performance time between the models produced in
Phases 1b and 1c. Thus, had the target system been more con-
cerned with procedural behaviors and less on the interrela-
tionships between numerical values, the system model would
have been much more tractable. Future work should identify
additional properties of systems dependent on human–auto-
mation interaction that lend themselves to being modeled and
verified using the framework discussed here.

Finally, some of the performance issues we encountered
can be attributed to our use of SAL. For example, model
checkers such as SPIN [15] do not perform the lengthy pro-
cess of constructing the BDD representation before starting
the checking process. Future work should investigate which
model checker is best suited for evaluating human–automa-
tion interaction.

8 Conclusion

The work presented here has shown that it is possible to con-
struct models of human–automation interaction as part of a
larger system for use in formal verification processes while
adhering to some of the architectural goals in Fig. 1. It has also
shown that the incorporation of human task behavior models
into system models may help alleviate the state explosion
problem in some systems that depend on human–automation
interaction. However, this success was the result of a number
of compromises that produced a model that was not as rep-
resentative, understandable, or modular as desired. Thus, in
order for formal methods to become more useful for the HFE
community, the verification technology will need to be able to
support a more diverse set of systems. Further, new modeling
tools may be required to support representations that human
factors engineers use. These advances will ultimately allow
formal methods to become a more useful tool for human
factors engineers working with safety critical systems.
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